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Vacuum pressure standards of the orifice-flow type require known gas flows of 10~ %mol/s (1072

atm em®/s at-0 °C) and less. Known gas flows can also be used to calibrate “‘standary

* leaks by

comparing the pressures generated when flows from the leak and the flowmeter are alternately
passed through a constant conductance. Two constant-pressure, piston displacement flowmeters
déveloped at the National Bureau of Standards are described that can generate flows between
1075 and 10~'° mol/s with an estimated uncertainty of 0.8% to 2%. Comparisons of the
flowmeters with alternate calibration techniques, and repeated low-range leak and vacuum gauge
calibrations, have been used to confirm the estimated uncertainty and random errors of the

flowmeter.

I. INTRODUCTION
Two areas of vacuuym standards require the geueration of
very low flows: orifice-flow pressure standards and leak
standards. The orifice-flow technique generates a calculable
pressure differential by passing a measured flow of gas
through a calculated conductance. Reference 1 descnbes
one such standard. The nominal 101/s conductance used i 1s
typical for this type of device, as is the working range of 10~
Pa (10_3 Torr) and below. ThlS requires flow measure-
ments for different gases with a range starting at 5x 107
mol/s (10~2 atm cm®/s at 0 °C), and extending down three
or more decades. Leak measurements cover an even wider
range, and Refs. 2 and 3 describe how the flow from a “stan-
dard” leak can be measured by direct comparison with that
from a flowmeter.

Gas flow rate is defined as the number of molecules or

moles of a particular gas species passing through a system -

per unit time. A basic gas flow measurement must start with
the equation of state; for the level of accuracy required for
these applications the ideal gas law suffices:

PV'=NRT (n

with the usual convention of P.as the pressure, ¥ as the vol-
ume, IV the number-of moles, R the ideal gas constanl, and 7°
the absolute temperature. As a practlcal matter, prlmary
flowmeters are generally realized by varying only the pres-
sure or volume, i.e., the molar flow rate is

dN /dt= (V/RT)(dP/dt) (2)
or
dN /dt = (P/RT)(dV /dt) . (3

We have chosen to use the latter, “constant pressure” tech-
nique as the basis for our design. A constant pressure flow-
meter was first used with an orifice-flow pressure standard
by Hayward and Jepsen* and subsequently by several other
experimenters. Their use has been reviewed by Pegps.® Basi-
cally, constant pressure flowmeters regulate the flow of gas
from a small volume through a leak valve into the vacuum
systein. The pressure and temperature of the gas in the vol-
ume are measured and the gas volume is decreased at a rate
sufficient to maintain a constant pressure. The volume
change is generally accomplished by driving a piston of
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known cross section into the gas volume through sliding
seals. The volume change and flowrate can then be derived
from the rate of advance of the piston. A variant of this
technique employs a welded bellows as the variable volum

element.

“We describe here two constant pressure flowineters. The
first employs a piston with sliding seals and has beeninuse at
the National Bureau of Standards (NBS)-for several years
over the range from 107° to 10~'* mol/s (210722 X
10~7 atm cm®/s at 0 °C). The second pses an all-metal gas
system employing a hydrauhcally drivenwelded bellows asa
variable volume. Its range extends at least two decades lower
than that of the first although its performance at the lowest
flows has not yet been fully analyzed. '

1. DESCRIPTION AND OPERATION OF PISTON
FLOWMETER

The piston and sliding seal (“piston’”) flowmeter is pre-
sented.schematically in Fig.1, and an enlargement of a piston
assembly is shown in Fig. 2. The two pistons of different
diameter (1 in. and 1 cm) allow for a wider range of flow
ratesthana single piston. The pistons are tungsten carbide or
chromium plated steel wire gauges, supplied with a dimien-
sional tolerance of 0.0005% along their lengths. They are
sealed by Teflon rings with an L-shaped cross section,
backed up by rubber O rings, as shown in Fig. 2. All other
seals in the system are metal, including the vacuum valve
closures. The O ring behind the Teflon acts solely as an elas-
tic element to maintain the critical sealing force—the seal
must have a minimal leakage but still allow free passage of
the piston. A second ring of the same design, the top one in
Fig. 2, serves to maintain the alignment of the piston along
its axis of motion. A bypass channel vents the volume
between rings to the ballast volume. This minimizes the ef-
fects of seal leakage by maintaining a guard pressure on the
back side of the seal close to the operating pressure of the
flowmeter. A clamp at the end of the piston and a coupling
rod, which allows for radial misalignment, connect the pis-
ton to an external micrometer screw through a welded bel-
lows. The bellows serves to seal the guard pressute. The mi-
crometer screw is connected to the linkage by a bearing
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F1G. 1. Schematic of the constant pressure
piston flowmeter. Two different size pis-
tons are included to extend the range. The
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£1G. 2. Detail of the variable volume, including piston seal design and drive
nechanism. All seals are metallic except for the sliding seal. To minimize
cakage past the seal, a guard pressure close to the pressure in the variable
olume is maintained on the back side of the seal by the line connected to the
allast manifold.
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diaphragm gauge (CDG) connected between the reference
volume and the variable volumes controls the motor. The
variable volumes, reference volume, and CDG are contained

in a common thermally insulated area to minimize tempera-

ture induced pressure changes.

The pressure in the reference volume is measured with 10-
and 1000-Torr CDG’s calibrated against a primary stan-
dard.® As discussed below, instabilities in these gauges con-
stitute the largest single souree of error,

Gas flow to the vacuum chamber is regulated by an all-
metal variable leak valve selected for stability and cleanli-
ness. A 8000-cm?® ballast tank allowsa stable flow to be main-
tained for extended periods so that pressures in the vacuum
chamber can be stabilized to within 0.1% before the flow is
measured. After equilibration the pressure drops at a rate of
0.3%/h or less. Gas purity is monitored with a residual gas
analyzer in the vacuum chamber. At the highest flowrates

the indicated concentrations of residual gases are less than

0.01% of the test gas. It has not been determined whether
these indicated impurities are in the original gas source or
are generated in the gas analyzer ion source.. In either case,
they are below the level of concern. At lower flow rates resid-
ual gases become more important, presumably because of
outgassing. In particular, at the lowest flows the indicated
concentration of hydrogen, probably evolving from stain-
less-steel components, may exceed that of the test gas.

A trapped mechanical rough pump and a 50 1/s turbomo-
lecular pump allow the'system to be evacuated before the test
gas enters the system. The flowmeter is not baked for fear of
damaging the elastomer sliding seals. The turbopump also
provides an absolute reference pressure for the 10-Torr
CDG and permits the zero setting of the 1000-Torr CDG.

Beforé each use, the system is pumped with the turbomo-
lecular pump to a pressure < 10™* Pa, measured with a hot
filament ionization gauge. The piston that is not being used is
driven fully into the flowmeter to minimize the variable vol-
ume. The turbopump is then valved from the system and gas
of the desired species is admitted to the variable volumes,
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ballast tank, and reference volume. The flowmeters have.
been operated with hydrogen, helium, neon, nitrogen, and
argon. The system pressure is brought up to the value re-
quired to generate the desired flow in the vacuum system.
Typical fill pressures vary from 10° Pa for a 10~° mol/s flow
to 10 Pa for 10~ mol/s. The variable leak valve is preset s0
that about 1000 s is required for the piston to advance over
" its 2.5-cm range. This procedure is found to give the smooth-
est operation of the piston drive system. The variable leak
valveis typically-set at least 5 h before operation to allow any
creep in the valve tosettle out. After filling the flowmeter
with gas, the gas flow to the vacuum chamber is maintained
until the pressure in the vacuum chamber and the absorption
of gas in the sliding seals have eguilibrated. Equilibration
times of 30 to 60 min are typical.
When equilibrium is achieved, valve A between the refer-
ence volume and the ballast tank is carefully shut so that
there is negligible pressure differential across the CDG
between the reference volume and the variable volumes.
Yalve B between the variable volumes and the ballast tank is
then shut, and the pressure in the variable volumes starts to
drop as gas flows only from this relatively small volume. The
drop in pressure in the variable volumes with respect to the
reference pressure is detected by the CDG, whose output
voltage is sent to a proportional motor control unit, which
causes the stepping motor to turn, advancing the piston. The
servo system maintains the differential pressure at less than
0.1% of the reference volume pressure for the lowest flow
rates, and considerably lower at higher flow rates. The mi-
crometer screw is allowed to travel 20 revolutions, advanc-
ing the piston 2:54 cm, with the elapsed time being logged
after each revolution. After each run the variable volumes
are again connected to the ballast volume, the piston retract-
ed, and the cycle is ready to begin again.

NBS OIL/BELLOWS FLOWMETER
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11l. DESCRIPTION AND OPERATION OF THE
BELLOWS FLOWMETER

The hydraulically driven bellows (“bellows”) flowmeter
is shown schematically in Fig. 3. The basic principle of oper-
ation and much of the design are the same as those of the.
piston flowmeter. However, in this case the variable volume

" is a welded bellows, providing a bakable all-metal gassysten
that is virtually free of leaks and adsorption effects. Base
pressures after baking are about 10~ ¢ Pa. This permits oper-
ation at lower fill pressures and correspondingly lower flow
rates. However, the volume change of the bellows is in all
likelihood not linear with displacement. This problem is
overcome with a technique used at the Electro Technical
Laboratory in Japan.” The bellows is coupled to-a piston by a
scaled hydraulic reservoir surrounding the bellows. Carc is
taken to eliminate gas from the hydraulic reservoir so that as
the piston is advanced through a sliding seal into the reser-
voir the volume of the bellows must decrease by a corre-
sponding amount. Two pistons are used of the same siz¢ and
type as in the other flowmeter. The sliding seals are of the
same design but now must only seal oil. The bellows has a
nominal cross section of 13 em? and stroke of 2 cm.

The variable volumes, reference volume, and oil reservoir
are contained in a common insulated aluminum block to
minimize temperature gradients: The “dead” volumes in
both the variable volumes and oil reservoir have been mini-
mized. ’

A spinning rotor gauge (SRG) thimble and ball are con-
nected tothe variable volumes in anticipation of possible use
for flowmeter control at very low fill pressures.

As shown in Fig. 3, the bellows is extended by a variable
weight connected to the bellows through a small-diameter
sliding seal. The weight used is such that an oil pressure
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ightly above atmospheric will be required to compress the
ows. This will minimize leaks, in particular, leakage of
into the oil, which would cause significant errors, and
ntain positive contact between the piston and the drive
hanism. Procedures for the use of the bellows flowmeter
dre the same as those for the piston flowmeter.

#v. ESTIMATED FLOWMETER UNCERTAINTIES

The piston flowmeter has been in regular nse for vacuum
gauge and leak calibrations since 1984 and the bellows flow-
neter since late 1985, During this time data havebeen col-
cted on the untertainties contributed by individual compo-
ents of the flowmeters as well as on the overall
serformance. These data can be used to assess the probable
crrors of both flowmeters between 1075 and 10! mol/s.
’:?he flowmeters have been operated at lower flows, particu-
{arly the bellows flowmeter, but further data are required to
tf‘ully assess the uncertainties below 10~ !! mol/s. The total

gincertamty can be estimated by summing component errors.
From Eq. (1), the instantaneous flow rate can be derived
Wy

dN /dt=d /dt[(PV}/(RT)] . (4)

s

=n practice an average flow rate dN/df over a time Af is
measured:

dN/dt = [(P,V))/(RT,) — (P,V,)/(RT,)1/A¢t, (5)

Where the subscript 1 indicates the respective measurement
t the beginning .of the time interval, and the subscript 2
idicates the respective measurement at the end of the time
rval. In the case of the piston flowmeter this equation
just be modified to allow for the possibility of gas leakage L
ast the sliding seal, and gas absorption or desorption D at
the seal:

dN/dt = [(PV))/(RT,) — (P,V3)/(RT) 1/

At—L—-D, (6)

D and L are not known and cannot be corrected for, al-
*though their magnitude can be estimated and limits placed
a the related errors.

Defiuiug

AT = TZ - Tl H (7)

AV=V,-V,, (8)
and

AP=P,—Py, ‘ (9)

IEq. (6) can be rewritten, to first order in AP and AT, as
dN/dt = [(P, AV)/(RT, At) {1 — (V,/AV)

X[(AP/P)) — (AT /T)]1} —L —D, (10)
1 the constant pressure mode the measured flowrate is ob-
tained from the first term of this equation, P; AV /RT, At,
ind the remaining terms are regarded as sources of error.
The estimated errors in the first term as well as those due to
he otlier terms are tabulated at different flowrates for the

siston flowmeter in Table 1. The basis for these estimates is
discussed below.
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TABLE 1. Uncertainties of the piston flowmeter in percent. The uncertain-
ties of the bellows flowmeter are the same except at the lowest tabulated
flowrate, where they are marginally smaller. Random errors are evaluated
at three times the standard deviations or maximum observed deviations.

Flowrate (mol/s) and piston size

107%-~107°

10~ 10 10— i1
1in. lcm 1em
8P,/P, systematic 0.50 050 052
random 0.01 0.01 0.10
S(AVY/AYV area systematic 0.001 0.001 0.001
length systematic 0.10 010  0.10
8T,/T, systematic 0.003 0.003  0.003
random 0.01 0.01 0.01
S(An/ At random 0.01 010 010
v, 8P, .
-1 systemat 0.20 1.30 1.30
AV'P, ystematio
v, 8T, .
—2 L1 systematic 0.006 0.04  0.04
AV T, 4
Leakage systematic 0.01 0.06 0.06
Systematic 0.82 2.00 2.02
(Linear sum)
Random 0.02 0.10 0.14
(rms sum)

Total 0.834 2.10 2.16

A. Initial fill pressure: 5P4/P;

The systematic uncertainties are due almost entirely to
ohserved long-term instabilities in the calibration of the ca-
pacitance diaphragm gauges used to measure the flowmeter
fill pressure. Our experience with gauges used in the flow-
meters hasbeen consistent with our experiences with a larger
group of gauges.® At the lowest flows there is an additional
contribution due to a systematic offset in the servo system -
advancing the piston. The estimated random errors are due
to random reading errors in the CDG’s and the inability of
the servo loop to maintain zero differential pressure between
the reference and variable volumes. Modification of the ser-
vo system may reduce this error.

B. Volume change: 5 (AV)/V

The uncertainties in piston cross-sectional areas are based
on the specifications for the wire ganges. The uncertdintiesin
the linear displacements are based on the maximum nonlin-
earities in the micrometer screws observed when checked

‘against a standard length.

C. Initial temperature: 574/7;

Systematic uncertainties are based on a maximum 10-mK
error in the calibration.of the quartz and platinum resistance
thermometers used in the flowmeters. The random errors
are based on observed-temperature changes over 20-30 min
periods, which are indicative of possible temperature differ-
ences between the gas and the thermometers.
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D. Time interval: 3(Af)/At

The elapsed time is recorded for each turn as the micro-
meter screw advances. Time intervals are calculated from
the differences of successive elapsed times. The first few of
these 20 time differences may be excluded from the data
analysis as they may be perturbed by small differential pres-
sures generated during the closing of valve A and initial os-
cillations of the servo system driving the stepping motor.
The times per turn exhibit random and systematic variations
from turn to turn that depend on the fill pressure, and hence
the flowrate, At higher fill pressures the times do not exhibit
a systematic trend but have a random variation due to the
0.1-s resolution of the timing circuit. As the fill pressures are
decreased the instabilities of the differential CDG and servo
system become significant and the random variations in the
time increase. The time:interval A ¢ is an average of the indi-
vidual times. However, with the piston flowmeter a system-
atic trend in the times becomes evident at 10~!! mol/s and
bhecomes larger at lower flows. The times progressively de-
crease from the initial values towards an asymptotic value.
The magnitude of the initial offset from the asymptotic value
is roughly inversely proportional to the flowrate. This effect
is substantially reduced for the bellows flowmeter. We be-
lieve this effect is caused by gas desorbed from the sliding
seal as the piston moves through it. Therefore, we ignore
those time intervals indicating a systematic trend and esti-
mate an asymptotic value of the time interval from the re-
maining measurements. The probable error in estimating
this asymptotic value is largely determined by the random
variations of the individual times and the decreased number
of “stable” time intervals that can be used in the estimate.
Systematic errors in the timing circuitry are negligible.

E. Changes in the pressure during operation:
(V2/AV)(BP5/P4)

We observe unexplained changes in the indicated pressure
of the reference volume from the beginning to the end of the
piston advancement. Their relative magnitude increases
with decreasing fill pressures to a maximum of 0.1% at
10~ mol/s. We do not believe these changes can be due to
short-term CDG instabilities or temperature changes. We
treat them as a possible additional error in the measured
pressure of the variable volume. Their effect is multiplied by
the ratio of the final or “dead” volume of the variable vol-
umes to the volume change. This factor V,/A¥ is 2 for the
larger piston and 13 for the smaller. These pressure changes
are almost always a pressure increase, therefore the associat-
ed uncertainty has'been listed as systematic and evaluated on
the basis of the maximum observed changes.

F. Temperature changes: (Vo/AV) T4/ Ty)

Observed maximum 10-mK changes in the measured tem-
perature are treated as possible changes in the gas tempera-

ture during the piston advancement. Again, the effect is larg-

er for the smaller piston.

G. Leakage: L

‘Errors due to seal leakage in the piston flowmeter are esti-
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mated by deliberately establishing a large pressure differep.
tial across the seal and observing the rate of pressure change
in the known variable volume. This observed leakage ig

scaled down to correspond to the small differential pressureg

across thie sliding seal during operation.

H. Desorption: D

As noted earlier there is evidence at very low flowrates of
gas desorption from the sliding seals in the piston flowmeter,
Compensation is made for this effect by using asymptotic
values of the time per revolution of the micrometer screw
used to advance the piston. We believe the errors associated
with this procedure are included in the increased random
errors in the measurement of the time interval. Therefore, no
separate uncertainty contribution for desorption is included
in Table L ' '

From Table I it is apparent that improved accuracies for
the flowmeters will largely depend on improvements in the
pressure measurements. It is also important to minimize the
dead.or minimum volume ¥, of the variable volume. A large
dead volume magnifies the effects of pressure or temperature
instabilities.

In this same range the uncertainties of the bellows flow-
‘meter will be substantially the same except that errors due to
leakage or desorption have been eliminated.

The random errors listed in Table I are based -on maxi-
mum observed errors. Therefore, the total error is computed
from a linear sum of the systematic uncertainties plus a root
sum of the squares of the random errors, with no multiplica-
tive factor for the latter.

V. OBSERVED FLOWMETER PERFORMANCE

The validity of the uncertainty estimates in Table I canbe
experimentally checked to a certain extent. The estimated
random error can be compared with observed random varia-
tions in the calibration of vacuum gauges or leak artifacts.
Since the only errors common to both flowmeters are minor
compared to the total, the errors of the two flowmeters are
essentially independent of one another. Therefore, observed
differences in the calibration of vacuum gauges or leak arti-
facts using the two flowmeters should be less than the linear
sum of the errors of the two flowmeters. Finally, results ob-
tained with these flowmeters can be compared with those
obtained using other standards. In all cases the experimental
data will include the random errors of the rest of the calibra-
tion system and the effects of instabilities inherent in the
gauge or leak, and thercfore, must be considered as an upper
bound on the random errors of the flowmeters. This is par-
ticularly true of the low-range leak measurements. In these
cases the pressures generated by the small helium flows are
comparable to changes in the hydrogen background pres-
sure in the vacuum chamber. This precludes the use of ion
gauges to determine pressure equivalence of the flows from
the leaks and the flowmeter. The quadrupole residual gas
analyzers used at the low flows are significantly less stable
than the ion gauges, shifts of several percent in sensitivity are
not uncommon, and the random errors of the leak measure-
ments.are correspondingly higher.
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#. Random errors

The measured random errors during gauge and leak cali-
rations differ with flowrate and type of device calibrated.
The pooled standard deviation about the mean for six molec-
jilar drag gauges repeatedly calibrated over a two-month pe-
od using the pistonr flowmeter and flows between
% 107 and 1.33< 10~7 mol/s did not exceed 0.3% for the
ston flowmeter.! For flows of 10™° mol/s the pooled stan-

ard deviation increased to 0.4%, but in this case the results
g re clearly limited by the imprecision of the molecular drag
ge. Repeated calibrations of helium diffusion leak at
10~ '* mol/s, using both flowmeters, gave a standard de-
tion about the mean of 0.4% for six calibrations with the
ton flowmeter and 0.5% for five calibrations with the bel-
lows flowmeter. Repeated calibrations of 2 helium diffusion
Jeak at 51072 mol/s had standard deviations about the
{f' ean of 1.7% for 10 calibrations with the piston flowmeter

%nd 1.0% for 17 calibrations with the bellows flowmeter.
These random errors clearly exceed thase listed in TableT,

f@ut as noted, they include instabilities .of the leaks and
uges and random errors due to other parts of the calibra-
iflon system.

j. Comparisons between flowmeters and with othér
“tandards

“The means of molecular drag gauge calibrations per-
E}grmed with the piston and hellows flowmeter at 2 10~%
ino]/ s differed by 0.7%. The means of leak calibrations per-
formed using the two flowmeters at 5 X 107" and § X
{0~'2 mol/s differed by less than the standard deviations of
lle individual flowmeter measurements so that any differ-
;nce between flowmeters at this level is masked by the ran-
dom errors of the individual flowmeters. The piston flow-
meter has been used to calibrate molecular drag gauges that
were calibrated using a “quantity” meter.® The results for
%@ur gauges differed by 0.1%, the results for a fifth gauge

iffered by 0.5%. This does not indicate a significant differ-
ince botween calibrations performed using the piston flow-
fmeter- and those made using the quantity meter.
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Calibrations of a sintered metal leak by the NBS and the
Sandia National Laboratory Primary Standards Laboratory
differed by no more than 1.5% between 10~% and 1075
mol/s.2 There was evidence of a drift in the transfer leak, but
the differences are, in any case, well within the combined
uncertainties of the leak calibration standards of the two
laboratories.

VI. SUMMARY

Two low-range, constant-pressure, piston displacement
flowmeters have been developed at the NBS. The uncertain-
ties have been evaluated in the flow range 10~5~10~"! mol/
s, and comparisons made with measurements performed on
other systems or using other techniques in this same range.
The estimated errors in the flow range 107°-10~° mol/s of
0.8%, increasing to about 1.3% at 10~ mol/s, appear con-
sistent with the experimental results. Investigations are cur-
rently under way to assess the uncertainties at lower flow-
rates.
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